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Static Calibration Test I1 
Project: MGRC Geophysical Prove-out AM test 
Equl merit EM41 Mark ll Outside range Operator: Brian Hecker 
~ri&catibn: Acceptable limits Date: 2007106108 

Data base: d:\pcojects\ca06-192 mgrc!gpo\field\rngr~gpo\E060807A.gd b 
Line Name: L1 L2 L3 Page: 1 ll 







1 Static Calibration Test 
Project: MGRC Geophysical Prove-out 
Equipment: EM-61 Mark ll 
Gr~dlCocation: 

Acceptable range 2 5 
Failure points. 0% 

L2 (with object) Mean 298 54 
Ch3 Acceptable range 2 5 

Failure pointU65"h 

Outs~de range 
Acceptable l~mits 

AM test 
Operator: Br~an Hecker 

Dale: 2007:06108 

Mean 

Ameplable range. 2.5 
Failure points. 0% 

Database: d,\projects\ca06-192 mgrc\gpo\field\mgrc-gpo\EO608O7BBgdb 
Line Name: L1 L2 L3 Page: 1 



Static Calibration Test 
Project: MGRC Geophysical Prove-out 
Equipment: EM-61 Mark I I  
GridlLocation, 

Outside range 
Acceptable limits 

AM test 
Operator: Brian Hecker 

Date: 2007106108 

Mean 

+2 

113 (without object)------' Mean: 2.09 
Ch3 Acceptable range 2 5 - Failure poinls: OX 

+do 

Mean 

-2 

-L14 (with object) Mean 269.99 
Ch3 Acceprable range 2 5 

Farlure puir~ts. 97,7% 

*2 

Database: d:\projects\ca06-I 92 rngrc\gpo\field\mgrc-gpo\E0608070,gdb 
Line Name: L13 L14 L15 

L15 [without object) Mean, 2 24 

-Ch3 Acceptable range 2 5 
Failure poink: DX 

Page: 1 





Static Calibration Test 
Project: MGRC Geophysical Prove-out AM test 
Equi ment EM-61 Mark II Outside range Operator: Brian Hecker 
~ridLocatibn: Acceptable limits Date: 2007106110 

+2 

Mean 

-2 

t l ~1 f~om~e~- - - - - - - -~m%3i"  
-Ch3 Ameptable range, 2.5 

Failure points: 0% 

- 

09:43:31.81 09:44:17.77 09:45:03.73 09:45:49.69 

-2 

. - - v  - 
------------------ 

I I I T i m w  

36.66 09:47:06.84 09:47:21.80 09:47:36.75 09:47:51.70 09:48 

+Z 

mmomoie-fl- - - - - - - - -r;nGGin:TW 
-Ch3 Amptable range: 2.5 

Failure points: 0% 

Mean 

-2 - 
---- + ---1---- + - A i m e a  

09:48:31.81 09:48:47.03 09:49:02 24 09:49: 17.45 09:49 32.67 

Database: d:\proA \earn-1 92 mgre\61po\fieldhgrc-gpo\EOBO9D7A.gdb 
Line Name: U L% Page: 1 











Static Calibration Test 
Project: MGRC Geophysical Prove-out 
Equipment: Magnetometers 
Gridnocatm: 

+ ' ~ ~ I o * o ~ m j - - - - - - - -  q e T n : m  

+0,8 -DIURNAL-1-wr Acceptable range: 1 
Failure points: 0% 

- - - - - - - - -ldsm*GB 
Acceptable range: 1 

+0.8 Failure polnts: 0% 

moxObm - --- --- - mzF-?xo7 

+0,8 _DIURNAL-1-wr 
Acceptable range: 1 

Fallure polnts: 0% 

t0.2 - 
Mean 

0 . 2  - 

Outside ranrre 
AM test 

Operator: Brian Hecker - 
-- Acceptable h i t s  Date: 2007106/10 

Database: d:\p \caOB-192 r n ~ p o V i e l ~ ~ p o \ M 0 6 0 9 0 7 A l - A l l . ~ b  
Line Name: L i  F L3 Paw: I 



Static Calibration Test 
Project: MGRC Geophysical Provwut AM tsst 
Equipment: Magnetometers Outside range Operator: Brian Hecker 
GridlLocation: -- Acceptable limits Date: 2007m6HO 

*I 

+0.8 

+0.6 

+04 

+0.2 

Mean 

-0.2 

-0.4 

-0.6 

-tl.t(lAmrrm~-------mmmw 
DIURNAL-1-mr Acceptable ramp; 1 - Failure pointa: OSB 

- 
- 
- 

- 
- 
- 

-0.8 - 
11:27:33.50 11:28:19.88 1 1:29:06,25 1 1:29:52.63 

+0.6 - 
+0.4 - 

-0.2 - 
-0.4 - 
-0.6 - 
-0.8 - 

11:31:02.00 11:31:19.00 11:31:38.00 11:31:53.W 

+0.6 - 
+0.4 - 
+o.2 - 

-0.2 

-0.4 

-0.0 

-0.8 

-1 

-. - - 
- 
- 
- 
---- --- ---- T--T* 

11:32:44.80 11:32:58.85 1 1:33:12.M 1 1:33:26.@ 

Database: d:\projects\caO6-I 92 rngrc\8po\field\mgrc-gpo\M060907A1-AlI.gdb 
Llne Name: L i  .l L2.1 L3.1 Page: I 





Static Calibration Test 
Project: MGRC Geophysical Prove-out 
Equi ment Magnetometers 
~ridlocaion: 

AM test 
Outside range Operator: Brian Hecker 
Acceptable limits Date: 2007106/10 

+I 

+0.8 

- t 8 8 r t ~ t h n ~ - - - - - - - * m e w  
DIURNAL-1-cor h e p t a b l e  range, 1 - Failure points: 0% 

+0.8 

+0.6 

Database: d \ -\cam-192 mg~po\field\mgrcgpoW~0907A1-All.gdb 
Une Name: &,I L89,I L90.1 

L89.1 [with object) Mean: -65.58 
TURNAL-I-GO~ -1mngS.T 

Failure points: 0% - 
- 

t0.8 

Page: 1 

+149~~rnato~-------rnm-5trr 
DIURNAL-1-cor Aoceptable range' 1 - Failure points: 0% 









1 Static Calibration Test I I 
Project: MGRC Geophysical Prove-out 
Equipment: Magnetometers 
GridlLocation: 

I 
+lL~l (without object) Meah: -52.04 

+0,8 -DIURNAL-1 Acceplable range. 1 
Failure points. 0% 

L2 (with object) , Mean -50 73 +' -DIURNAL-1 Acceptable range: 1 
Failure puiritu. 0% 

+0.8 - 

' 'C3+itTibXo~eit j  - - - - -- - - meaT-5Zm 

+*,a - D I U R N A L - I  Accepnble range' 1 
Failure points. 0% 

+ 0 2 -  

Mean 

-0.2 - 
- 0 4 -  

-0.6 - 
-0.8 - 

-1 - I I I 
Tirrlr-> 

14:48.18 00 14.48:32 62 14.48:47 25 14 49'01 87 

Outside range Operator: Brian Hecker 
Acceptable limits Date: 200710611 9 

Database: d:\projects\ca06-192 mgrc\gpo\field\mgrc-gpo\M060907C-All.gdb 
Line Name: L1 L2 L3 Page: 1 I I 



Static Calibration Test 
Project: MGRC Geophysical Prove-out AM test 
Equipment: Magnetometers Outside range Operator: Brian Hecker 
GridlLocation Acceptable limits Date- 2007106119 

+0.8 

t0.6 

t0.4 

t0.2 

+ I L ~ 1 . 7  (without object) Mean: -52.04 
DIURNAL-1 Acceptable range. 1 - Failure points: 0% 

- 
- 
- 

25.5U 

58.50 

Mean 

-0.2 

Line Name. L1.l L2.1 L3.1 Page: 1 

-0.4 

-0.6- 

-0.8- 

- 1  

- 

---- ---- --- --% 

14'42'23 5U 14'43'24.UU 14'44'24 55 14'45'25.OU 14'48 

t1.2- 
+ I  

t0.8 

+1.6-L2.1 (with object) Mean. -44 I 

t1.4-DIURNAL-1 Acceptable range. 1 
Failure puirlls: 0% 

- ----- ----- -- 
- 

-0.2 - 
-0.4 - 
-0.6- 
-0.8- 

-1- 
-1.2 
-1.4 
- 1 . 6 ~  

.---------------- 
- 
- 

I I I Time-) 

14.46.48.20 14.47.05.77 14.47.23.35 14.47.40.92 14.47 
' 

+n.8 

+0 6- 

t0.4 

+0.2 

l 3 . 1  (without object) Mean: -52.02 
-DIURNAL-1 Acceplable range- 1 

Failure points: 05'" 

- 
- 

Mean 

-0.2 

-0.4 

-0.6- 

-0.8- 

-1r 

- 
- 

I I I Ti~[ie.> 

14,48,18 00 14,48'32 62 14.48'47 25 14,49'01.87 

Database: d:\projects\ca06-192 mgrc\gpo\field\mgrc-gpo\M060907C-All.gdb 



Static Calibration Test 
Project: MGRC Geophysical Prove-out AM test 
E q u ~ p m e n t :  Magnetometers Outside range Operator: Br~an Hecker 
GridlLocabon, Acceptable limits Date, 2007/06119 

' -L26 (without obj Mean' -52 07 

DIURNAL-1 Acceptable range. 1 +n 8- Failure points. 0% 

+O 6-  

t04- 

t o  2 -  

Mean 

-0 2 -  

-0.4 - 

-0.6- 

-0.8- 

-1 v--- * ----+--- +--be 

15~09~01 70 15.09.45.05 15.10.30 00 15.1 1.14.15 15.1 1 50.30 

,4 -L27 (with object) hlean. .52.46 
DIURNAL-1 Acceptable range 1 

t1 .2-  Failure pints: 0% 

+I --------------- 

-0.4 - 
-0 6 -  
-0.8- 

-1.2- 
-1.4 - 

I I I Time-> 

27.40 15:12:27.70 15:12:42.63 15:12:57.55 15:13:12.47 15:13 

Database: d:\projects\ca06-192 mgrc\gpo\field\mgrc-gpo\M060907C-All.gdb 
Line Name. L26 L27 L28 Page: 1 

+ 

+0 8-  

t0 .6-  

t0.4 

+o 2 -  

*L28 (without object) -=32 06 
DIURNAL-1 Acceptebb range 1 

Fa~lr~rs po~nls: 0% 

- 

Mean 

-0.2 

- 0 4 -  

-0.6- 

-0.8- 

- 

.I)-- - - - * - - - +- - - - * - -Tiae-l_ 

15:13:58.70 15:14:11.38 15:14:26.05 15:14:40.72 



Static Calibration Test 
Project: MGRC Geophysical Prove-out 
Equipment: Magnetometers 
GridlLocat~on: 

+ 1 - L 2 & A ~ # e ~ & j - - - - - - - & % d L W  
DIURNAL-1 Acceptabje range: 1 

t0.8 - Failure points: 0% 

t0.2 

Mean 

Mean: -45.5 
Acceptable range: 1 

Failure points: 0% 

+ 1 * H ~ h ~ * - - - - - - - * a n r * 0 3  
DIURNAL-1 Acceptable range: 1 

t0.8 - Failure points: 0% 

AM test 
Outside range Operator: Brian Hecker 
Acceptable limits Date: 2007106119 

Database: d:\pro@h06-I 92 mgrc~po\fieldhgrc-gpo\M060907C-All.gdb 
Une Name: L26.1 L27.1 L28.1 Page: I 








